A biosensor electrode system with unique configuration and a thin layer of immobilized yeast cells, set on the surface of an amperometric oxygen membrane electrode, was developed for rapid screening of toxic chemicals in a variety of pollution and process control applications. Measurement is based on the instantaneous detection of changes in oxygen respiratory activity of biofilm of yeast cells upon exposure to toxic chemicals.
Introduction
Biological oxygen uptake rates of suspensions of microorganisms have been conveniently determined by using closed-cell (reactor) respirometers, as shown in Figure la . This is based on in-situ monitoring of dissolved oxygen by amperometric membrane electrodes. Since this is a closed system from the atmosphere, the test period is limited by the amount of oxygen in test medium. Once the dissolved oxygen is consumed, respiration rate monitoring will terminate. In certain applications, it is desirable to monitor respiration rates over extended periods of times. This can be achieved by using a reactor open to the atmosphere, as shown in Figure 1 b. Under these conditions, respiration rate monitoring can be extended by replenishing oxygen from the atmosphere (Goldblum, 1988) . Further optimization of this system led to the development of the biofilm electrode, shown in Figure Ic , where the microorganisms form a thin layer separating the oxygen electrode from the test solution. The oxygen concentration in the test solution is maintained at equilibrium with the oxygen atmospheric partial pressure. With this configuration, the electrode response indicates the oxygen flux across the biofilm, which under controlled experimental conditions, is solely dependent on the biological oxygen uptake rate.
Electrode systems of this type are referred to in this article as be modeled as three separate layers in series with respiration confined to the cell layer.
The oxygen mass balance on a volume element is used to derive a concentration profile (C) as a function of the diffusion path distance ( z ) from the bulk solution towards the oxygen sensor, where z = 0 at the boundary layer/bulk solution interface and z = b at the plastic membrane/yeast cell layer interface. From the concentration (C), the concentration at the plastic membrane/yeast cell layer interface (Cb), i.e.. C at z = b, is obtained, and cellular respiration rate per unit volume, k is determined. 
An oxygen mass balance for any volume element contains some or all of the following: Accumulation(ACC) = influx(1) -efflux(E) + generation(G) (4) Since the BFE responds rapidly and is essentially in steady state, accumulation vanishes, i.e., ACC = 0. The influx represents oxygen diffusion into the volume element at z = z, whereas efflux represents oxygen diffusion out of the volume element at A ----A + Az, where the volume's cross-sectional area is that of the working electrode surface ( A ) . Diffusion is governed by Fick's First Law and is assumed to be the sole mechanism of oxygen transport.
The generation term represents the oxygen consumption due to respiration by the yeast cells. Respiration rate per unit volume ( K ) can be expressed by the Monod Equation (Rittman and McCarty, 1980; Kornegay and Andrews, 1968) .
Model Formulations kNC
concentration (cb) at the plastic membrane interface ( z = b ) (Mancy et al., 1962) .
R = --
The DOE current output (i) is proportional to the oxygen
The generation term is negative, since oxygen is consumed by respiration rather than produced. Current output is linearly dependent on the number of cells ( N ) immobilized and is consistent with the oxygen excess regime ( K s << C), the rate being pseudozero order with respect to oxygen concentration. Equation 5 is simplified to
where (#) is the electrode sensitivity coefficient.
Three-layer model
The cell layer in the three-diffusion-layer model is comparable to the composite biofilm in the one-layer model. The concentration profiles in the boundary layer and filter pad are linear, since the generation term in the oxygen mass balance is zero.
Steady state is assumed so that the accumulation term is zero in all three layers. Hence, the differential equations from respective oxygen mass balances are: Boundary Layer:
Interface Concentrations:
(a) Boundary Layer/Filter Pad
Filter Pad:
Boundary Conditions:
At z = 6 , the continuity of concentration and flux at boundary layer/filter pad interface results in
Solving for k , Eq. I9 is obtained From the three-layer model, k can alternatively be estimated from the boundary condition stated in Eq. 1 I , i.e., continuity of flux at the filter pad/cell layer interface. Hence, from Eqs. 11, 14 and 15, k can be represented as At -7 = 6 + L,, the continuity of concentration and flux at filter pad/cell layer interface results in C = C, = C, = C , so that At 2 = b, the flux at cell layer/plastic membrane interface results in where i b = steady-state current; is, for the control runs and iffor the test runs, A or +A Derivation of k from the boundary condition stated in Eq. 1 1 is discussed by Goldblum ( 1 988).
Concentration Profiles:
(a) Boundary Layer
One-layer model
In the one-layer model, Eqs. 9 and 12, apply to the entire biofilm, which is considered as one homogenous diffusion layer. I n these equations, C, is replaced by C and D, by D to give Eqs. 21 and 22. The mass balance thus becomes:
d2C kN dz2
From Eqs. 1 and 3, Solving for C:
The oxygen concentration C, is observed from the steady-state current so that the cellular respiration rate, k can be computed from Eq. 24,
Determination of Parameters for Models
The oxygen concentration in the bulk solution at saturation, Cs, is obtained from 0, solubility charts at a given temperature and pressure (Hitchman, 1978) , and the cell number, N , is determined with a hemocytometer. In the diffusion models presented, only the ratio Pm/Lp needs to be evaluated. From is and C , , the electrode sensitivity coefficient is computed, using Eq. 2 and P,/L, is obtained from Eq. 3. The parameters b and D are evaluated experimentally via diffusion studies. The cellular respiration rate per unit volume, k must be evaluated, but is strongly coupled with the respiration experiments so that it must be handled differently from the other parameters.
Permeability of plastic membrane
The thickness of the plastic membrane Lp was 0.00109 cm and was measured using a micrometer under a light microscope. The plastic membrane thickness showed a COV of 4.19% over 20 measurements. The measured surface area of the electrode was 1.327 cm2. Over 37 data runs, the average ratio P,,,/Lp was 8.6 15 x I O-' cm/s, (CUV = 19. I%, 95% CI = 12.8% mean P,/ Lp). The observed permeability coefficient (P,) for this plastic membrane (Reynold's plastic polyvinyl chloride film) was 9.357 x 10-8cm2/s.
Thickness of composite biojilm
The thickness of the filter pad was 150 pm. The mean yeast cell dimensions were obtained from 50 measurements using an optical digitizer under oil immersion microscopy. The short and long dimensions (mean 1t1 std. dev.) were 4.56 ~t 0.71 and 5.49 t 0.64 pm, respectively, which agrees well with results obtained by Benefield and Molz (1985) . Based on the number (-3 x lo6) and estimated volume (6.56 x 10-"cm3/cell) of individual cells, the yeast should be deposited on the filter pad in a single layer with a voidage of approximately 70%. Virtually all filtered cells are retained as the filter pad has an effective pore size of 0.45 pm.
The boundary layer thickness was estimated by comparing the current readout of the DOE and BFE with no cells a t stir rates of 340 rpm and 440 rpm. The current changed with rpm, but leveled off by 440 rpm. It is assumed that the boundary layer is negligible at the higher stir rate so that the current readout is indicative of the saturation current. The lower stir rate yields less current than the higher stir rate, due to an increased boundary layer thickness. Thus, the oxygen concentration at the plastic membrane interface with the filter pad is going to be slightly less at 340 rpm. Using Fick's First Law and equating the oxygen diffusivity in the boundary layer to that in water, the boundary layer thickness can be estimated from where i = steady-state current at low stir rate, A ACB, = oxygen concentration difference across the boundary layer (proportional to the difference in current between the high and low stir rates), mol/cm'
Dw is taken to be 2.84 x 10-'cm2/s, in which Dw at 25OC is 2.5 x 10-5cm2/s (Perry and Chilton, 1973) so that the WilkeChang empirical relation, a modification of the Stoke-Einstein relation (Bird et al., 1960 Perry and Chilton, 1973; Reid et al., 1977 ) is used to correct for the temperature from 25OC to 3OoC (the test media temperature). Ten estimates of the boundary layer thickness resulted in a mean 6 = 50 pm with a COV of
35%. Estimates of the boundary layer thickness ranged from 27
to 83 pm, the 95% Ci being about '/4 the magnitude of the mean 6 . Thus, the thickness of the composite biofilm can be considered to be 205 pm.
Oxygen diflusivity
The overall 0, diffusivity for the composite biofilrn layer was measured at the end of each run by completely inhibiting the yeast respiration (killing) with 100 ppm KCN. Using Fick's First Law for the composite layer, where AC = C, -Cs = 0, concentration gradient across the composite biofilm after kill-off Since and c, = c k when k = 0, i.e., no respiration, then
From an average of 40 data runs, a mean diffusivity of 3.17 x 10-6cm2/s was obtained in which the COV was 39.7%, and the 95% CI about 13% of the mean value of D.
The 0, diffusivity in the filter pad is measured independently by comparing the current output of a DOE with and without a filter pad at the high stir rate. From the measured flux, concentration difference, and the filter pad thickness (L,), one can solve for the O2 diffusivity in the filter pad (D,) by Fick's First Law (analogous to Eqs. 26 and 27). Since the three layers are diffusion resistances in series so that the individual resistances add up to the total diffusion resistance of the composite biofilm ( b / D ) .
where L,/ D, was computed for each run by Eq. 3 1.
Thus.
so that
Diffusivities obtained for L, = 5 pm were: D = 3.170 x 10-6cm2/s and D, = 4.626 x l0-'cm2/s. The COV for LJD, was 135%. The cell layer diffusion resistance can be neglected, since it is small compared to the filter pad diffusion resistance. Thus, uncertainty in the filter pad diffusion resistance can easily overshadow the cell layer resistance. Taking the limit as LJD, goes to 0, Eq. 32 reduces to
The overall diffusivity, D is calculated to be 3.698 x 10-6cmZ/s, which agrees with previous three-layer calculations. Hence, D can be taken as 3.698 x 10-6cm2/s, since there is no independent means for obtaining a more definite assessment of L, or 0,. From this diffusivity, an estimate for D, was obtained for Lc = 5 pm, using Eq. 33, and D, was calculated as being 3.173 x I O-6cmZ/s. The overall diffusivity for the three-layer model with cell layer diffusion resistance neglected appears to yield a more reasonable estimate of the cell layer diffusivity, since the magnitude of D, more closely agrees with Dw and D,. However, for the one-layer model, D is computed for each run, and for the three layer model D, is computed for each run. Li et al. (1988) report an overall diffusivity of 2. I 8 x 10-5cm2/s in a biofilm of kappacarrageenam mounted on a DOE. Presumably, the fibers in the filter pad offer more resistance to 0, mass transfer than the carrageenam gel containing the cells.
Oxygen concentration at plastic membrane interface current as
The C, is computed from the is value and the steady-state This is done for both the control and test data in each run, k being computed from Eqs. 19, 20 and 25.
Experimental Methods
Wild strain bakers' yeast (Saccharomyces Cerevisiae. C276 a / a ) is inoculated in acetate growth media and mixed in a 3OoC incubator for 36-40 hours. Haubensticker (1984) shows that yeast cells show the same metabolic activity for incubation periods of 12 to 48 hours, as long as the yeast population is in the exponential (log) growth phase. Therefore, calibration curves, obtained for a given biosensor over time and with different yeast loadings, are the same. Hence, a sensor need not be calibrated with each unknown sample.
Cell growth is halted by placing the culture in an ice-water bath, at which time a cell density is assessed with a hemocytometer (Spencer Bright-line 0.1 mm, American Optical Co.) coupled with a Zeiss microscope (10 x oc/lO x obj). The growth medium is made up by mixing 18.2-g Na acetate, 1.15-mL glacial acetic acid, and 14-g of yeast N2 base (Difco Laboratories, Detroit) with sufficient distilled water to make 1 L of such a growth buffer solution at a final pH = 5.8. The cell culture is diluted with pH 5.8 acetate buffer (growth media minus yeast N, base), and 3-5 x lo6 cells (-3 mL) are suction-filtered over the central 1. I-cm' area of a 0.45-pm GA-6S polysulfone filter membrane having a diameter of 25 mm (Gelman Science, Ann Arbor). After filtration, the damp filter is inverted onto the head of a galvanic DOE and retained with a cap assembly, yielding a BFE. The BFE is inserted in a chamber containing 55-mL airsaturated acetate assay medium (buffer) stirring at 340 rpm and being maintained at 30OC. The BFE current output attains i, in 45-50 min. This i , current datum is then used to compute an oxygen level at the plastic membrane interface (C, in Eq. 35) and a respiration rate per cell ( k in Eqs. 19, 20 or 25).
The two chemicals studied were potassium cyanide (KCN), a strong respiratory inhibitor, and 2,4-dinitrophenol(2,4-DNP), a strong respiratory uncoupler (Lehninger, 1975) . One mL of a standard KCN or 2,4-DNP solution (prepared 5 5 x strength) is added to the assay medium, for a second steady-state current, i,. After this steady state is attained, C, from Eqs. 1 and 2 and k for
For these experiments, k obtained before the chemical is added (control) is compared to that obtained after the toxic chemical is added at a given concentration (test). Cellular respiration rate per unit volume, k , given by the Monod Equation is affected by system volume. It is expected that the respiration rate for the entire biofilm (kN) will show less variation than k , since it is not subject to errors inherent in the cell counting procedure (see Eqs. 19, 20 and/or 25) .
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Results and Discussion
total cell population is given as
The respiratory control ratio (RCR) for a single cell and the RCR,= RC R , , s,
Since the number of cells ( N ) alive or dead is the same for the control and test data for a given run, RCRk = RCRkN = RCR. When the RCR is evaluated based on k calculated from the one layer model (Eq. 25), the three-layer model (Eq. 19), or the boundary condition at the filter pad/cell layer interface (Eq. 20). the expression for RCR simplifies to Thus, RCR is the same regardless of which model is used to compute k . For further elaboration of this, see Goldblum ( 1988) .
Furthermore, RCR is independent of all parameters other than respiration rate: i.e., plastic membrane properties ( P , and L p ) , composite biofilm properties ( D and b ) , and cell layer properties ( D p and Lc). This is readily seen when Eq. 1 is used to represent RCR as since ik = 4 c k (Eq. 28), i/ = 4C,)test, and is, = dC,)control. C,Icontrol, since C, is at the same oxygen level at the cell layerplastic membrane interface after the biofilm is killed off with 100 ppm KCN.
For the one-layer model, it follows from Eqs. 24 and 29 that so that the L f / 2 D , will cancel out in the test to control ratio for (Ck -Cb). Analogously, for the modified three-layer model from the boundary condition at the cell layer-filter pad interface, it follows from Eq. 20 that kNL, L,,
so that the L,L,,/P,,, will cancel out in the test to control ratio for (Ck -C,). As expected, this was true for all three models consistent with RCR being the same expression for the three models. Moreover, this RCR value is independent of all other nonrespiratory parameters, since the same electrode is always used for both the control and test data for a given run. It is also true that the number of cells N is the same for the control and test data, as previously mentioned.
KCN Results
Three KCN concentrations (0.01, 0.1 and 1.0 ppm) were tested in quadruplicate using cells from a single culture. The results are shown in Table 1 .
There was a high degree of correlation between RCR and KCN concentration, the correlation coefficient, r = -0.9848 (Figure 3 ) . The linear regression of the dose response curve was obtained, using the mean RCR. The best fit curve can be expressed as 
2,4-DNP Results
2,4-DNP was evaluated at four concentrations (7, 14, 28 and 42 ppm) in quadruplicate using cells from a single culture. The results are presented in Table 2 .
The RCR correlated well with the concentration of 2,4-DNP, r = 0.9727 (Figure 4) . A linear least squares regression analysis yields the following expression:
For the 2.4-DNPanalysis, there was a 3-4s increase in respiration with approximately 40 ppm (mg/L) 2,4-DNP. Thus, 2.4-DNP stimulates respiration at the tested concentrations greater than 15 ppm.
One-layer model
Limits of detection were further analyzed for each chemical discussed according to paired t-tests between k values for the control and test sets. Paired t-tests on k and kN were carried out where the KCN sets were individually compared with the respective control set (3 degrees of freedom, since n = 4). 
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tions. There were no significant differences among any of the control sets indicating that statistical differences can be attributed to the effect of KCN on yeast cell respiration. Paired 1-tests were done comparing the individual 2,4-DNP test and control sets, (3 degrees of freedom, since n = 4). The limit of detection was approximately 10-20 ppm 2,4-DNP, since both 28 ppm and 42 ppm were clearly above the limit of detection, whereas 14 ppm was below the limit of detection and 7 ppm was borderline. Paired t-tests among the different control sets showed no significant differences so that all the statistical differences can be attributed to the different 2.4-DNP concentrations.
Three-layer model
Paired t-test scores for the k values will now be shown for the three-layer model ( k computed by Eq. 19) as well as for the analysis based on the boundary condition at the filler pad/cell layer interface ( k computed by Eq. 20).
For the KCN series, the following t-scores were obtained, where the KCN sets were individually paired with their respective control set (3 degrees of freedom, n = 4). The paired t-test on k computed from Eq. 19 (three-layer model) shows the following: The paired t-test on k computed from Eq. 20 (filter pad/cell layer interface boundary condition) shows the following: Based on the Eq. 20 analysis, the limit of detection is 0.05-0.08 ppm KCN. From the Eq. 19 analysis, the limit of detection is uncertain.
For the 2,4-DN P series, the following t-scores were obtained, with the 2.4-DNP sets being paired individually with the respective control set (3 degrees of freedom, n = 4). The paired t-test on k computed from Eq. 19 (three-layer rnodel) shows the following: The paired t-test on k computed from Eq. 20 (filter pad/cell layer interface boundary condition) shows the following:
Control vs. Test Based on the Eq. 20 analysis the limit of detection is 10-20 ppm 2,4-DNP. The limit of detection based on the three-layer model is ill defined, ranging from 7-50 ppm. The t-scores on the paired t-tests are different for the three different analyses on k. This becomes clear when the ratios of k computed among the three analyses are considered. If k,, = k computed from Eq. 20, the boundary condition concerning flux continuity at the filter pad/cell layer interface in Eq. I I k , = k computed from Eq. 25, using the one-layer model to estimate the respiration per cell k , = k computed from Eq. 19, using the three-layer model to estimate the respiration per cell then the following ratio expressions are obtained: From Eqs. 41,42 and 43, it becomes clear that the ?-scores are not going to be the same for the three analyses, since the respective ratios are going to vary between runs. However, in Eq. 41, the only variable that will vary appreciably between runs is C; so that the f-scores for k, and k , agree fairly well, i.e., k computed from Eqs. 20, and 25. Conversely, in Eqs. 42 and 43 the cell layer resistance (LJD,) will vary tremendously from 26 January 1990 run to run. This is the primary source of discrepancy between the t-scores of the three-layer model and those of the other two analyses. Furthermore, the P,,,/L, ratio can vary more than ck, but not to the same extent as LJD,.
The variation within the following parameters amongst the data runs is shown in Table 3 .
The t-scores for the one-layer model (Eq. 25) and the filter pad/cell layer flux continuity analysis (Eqs. 11 and 20) agree quite well. The three-layer model analysis ( k from Eq. 19) showed tremendous variation in the cell layer resistance, seven out of 37 data runs, indicating a negative cell layer resistance. This uncertainty in the cell layer resistance is the primary reason for the t-scores being so different from the other two analyses (see Eqs. 42 and 43) . This variation in cell layer resistance is due to the filter pad resistance being the dominant diffusion resistance, uncertainty in the filter pad resistance being larger than the magnitude of the cell layer resistance.
The flux continuity at the filter pad/cell layer interface model would seem to correlate most closely with actual respiration rates, since it is calculated from a measured flux difference. Furthermore, it is not subject to the uncertainty of any diffusion resistance. The one-layer model is subject to the uncertainty of the total diffusion resistance, and the overall three-layer model is subject to the uncertainty of the cell layer diffusion resistance.
The three-layer model comes closest to describing the physical system of the BFE. The one-layer model inherently assumes that the yeast cells are uniformly distributed throughout the biofilm: the boundary layer and the filter pad. Since the yeast cell dimensions are 4.5-5.5 Mm, and the pore size of the filter pad is 0.45 pm, all of the filtered cells remain on the filter pad surface. Hence, the one-layer model is an oversimplification of the actual physical situation, but is quite effective if the total diffusion resistance is used individually for each data run. The value of k based on Eq. 20. the continuity of flux (Eq. 1 I), is also derived from the more realistic three-layer analysis, but the k computed from Eq. 20 is subject to the uncertainty in cell layer thickness. However, in RCR and paired t-test analyses, this uncertainty cancels in the respective ratios, so that for paired t-tests, k from Eq. 20 is the most reliable respiratory index. Of course, all three analyses yield the same RCR value. Estimates of k from the one layer model are more reliable approximations of the actual yeast respiration rates, whereas k from Eq. 20 is best for the paired 
